An Acoustic Transformer 
Powered Super-High 
Isolation Amplifier 



A number of measurements require an amplifier whose in- 
put terminals are galvanically isolated from its output and 
power terminals. Such devices, often called parametric or 
isolation amplifiers, are employed in situations that call for 
measurements in the presence of high common-mode volt- 
ages or require complete ground path isolation for safety 
reasons. Although commercial devices are available to 
meet these needs, the method of power transfer used to 
supply power to the floating input circuitry has limited the 
common-mode voltage capability to about 2500V. In addi- 
tion, leakage currents can run as high as 2 jaA. 
Present devices (Figure 1) employ transformers to transmit 
power to the floating front end of the amplifier. The output of 
the floating amplifier is then modulated onto a carrier which 
is transmitted via a transformer or opto-isolator to the output 
of the amplifier. Modulation schemes employed include 
pulse width and pulse amplitude as well as frequency and 
light intensity coding. The limitation on common-mode volt- 
age breakdown and leakage in this type of device is the 
breakdown rating of the transformers employed. Even when 
opto-isolators are used to transmit the modulated signal, the 
requirement for power to run the floating front end man- 
dates the need for at least one transformer in the amplifier. 
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Although other methods of transmitting electrical energy 
with high isolation are available (e.g., microwaves, solar 
cells) they are expensive, inefficient and impractical. Batter- 
ies present and obvious choice but have drawbacks due to 
maintenance and reliability. What is really needed to 
achieve extremely high common-mode capability and low 
leakage is a method for transferring electrical energy which 
is relatively efficient, easy to implement and offers almost 
total input-to-input isolation. 

ACOUSTIC TRANSFORMERS 

A technique which satisfies the aforementioned require- 
ments is available by taking advantage of the piezoelectric 
characteristics of certain ceramic materials. Although piezo- 
electric materials have long been recognized as electrical- 
to-acoustic or acoustic-to-electrical transducers (e.g., buzz- 
ers and microphones) their capability for electrical-to-acous- 
tic-to-electrical energy conversion has not been employed. 
This technique, which capitalizes on the non-conducting na- 
ture of ceramic materials, is the key to a super-high isolation 
electrical transformer. In this device the conventional trans- 
former's transmission medium of magnetic flux and conduc- 
tive core material is replaced by acoustic waves and a 



(PUT PUWEH 




FILTER- 
RECTIFIER 



][ 



TRANSFORMER 

DRIVE 

CIRCUITRY 



][ 



r 



O AMPLIFIER 
OUTPUT 



FIGURE 1 



> 

3 

> 
O 
O 

c 

(ft 

l-H 

o 

-i 
Q> 

3 
(ft 



3 

■D 
O 

(D 

(D 
Q. 

(/> 

C 
T3 
(D 



(ft 
O 

fi) 



> 

3 

■o 

<5" 



IN) 
00 



©1995 National Semiconductor Corporation 



RRD-B30M125/Printed in U. S. A. 



non-conducting piezoceramic core. Figure 2 shows a photo- 
graph of typical acoustic transformers, fabricated by Chan- 
nel Industries, Santa Barbara, California. Two physical con- 
figurations are shown, although many are possible. In each 
case the transformer is constructed by simply bonding a pair 
of leads to each end of the piezoceramic material. Insulation 
resistance exceeds 10 12 fl and primary-to-secondary ca- 
pacitance is typically a few pF. The nature of the piezocer- 
amic material employed and the specific physical configura- 
tion determines the resonant frequency of the transformer. 
Figure 3 shows a plot of the output of an acoustic transform- 
er driven at resonance. From the data it can be seen that 
transfer efficiency can exceed 75%, depending upon load- 
ing conditions. Output short circuit current for the device 
tested was 35 mA. 

APPLYING THE TRANSFORMER— A 20,000V ISOLA- 
TION AMPLIFIER 

Figure 4 shows a basic but working design for an isolation 
amplifier using the acoustic transformer. This design will 
easily stand off common-mode voltages of 20,000V and 
versions that operate at 1 00 kV potentials have been con- 
structed. In this design the acoustic transformer's Hl-Q 
characteristics are used to allow it to self resonate in a man- 
ner similar to a quartz crystal. This eliminates the require- 
ment to drive the transformer with a stable oscillator. 
The Q1 configuration provides excitation to the transformer 



primary, while the diodes and capacitor rectify and filter the 
secondary's output. Figure 5 shows the collector waveform 
at Q1 (Trace A) while Trace B, Figure 5 shows the second- 
ary output. Despite the distorted drive waveform the trans- 
former's secondary output is a clean sinusoid because of 
the extremely Hi-Q of the device. An LM331 V/F converter 
is used to convert the amplitude input to a frequency output. 
The V/F output drives an LED, whose output is coupled to a 
length of fiber-optic cable. Trace A, Figure 6 shows the 
LM331 's output, while Trace B indicates the current through 
the LED. Each time the LM331 output goes low, a short 20 
mA current spike is passed through the LED via the 0.01 jiF 
capacitor. Because the duty cycle is low, the average cur- 
rent out of the transformer's secondary is small and power 
requirements are minimized. At the amplifier output a photo- 
diode is used to detect the light encoded signal and another 
LM331 serves as an F/V converter to demodulate the fre- 
quency encoded signal. 

APPLICATIONS 

An excellent application for the high isolation amplifier is 
shown in Figure 7. Here, the winding temperature of an 
electric utility transformer operating at 10,000V is monitored 
by the LM135 temperature transducer. The LM135 output 
biases the isolation amplifier input and the temperature in- 
formation comes out at the amplifier output, safely refer- 
enced to ground. 
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A1,A2=LF353dual 
M-=1N4U8 
£=2N2222A 
"1% metal film resistor 
/h = Floating common 
^ = Amplifier ground 
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FIGURE 7 
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Figure 8 shows another application where the high com- 
mon-mode voltage capability allows a 5000V regulated pow- 
er supply to have a fully floating output. Here, a push-pull 
type DC-DC converter generates the 5 kV output. The pie- 
zo-isolation amplifier provides a ground referenced output 
feedback signal to A1 , which controls the transformer drive, 
completing a feedback loop. 



In Figure 9, the piezo-isolation amplifier is used to provide 
complete and fail-safe isolation for the inputs of a piece of 
test equipment to be connected into a CMOS IC production 
line. This capability prevents any possibility of static dis- 
charge damage, even when the equipment may have accu- 
mulated a substantial charge. 
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FIGURE 8 
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FIGURE 9 
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